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Objective: To evaluate the influence of nodule margin 
on inter- and intrareader variability in manual diameter 
measurements and semi-automatic volume measure-
ments of solid nodules detected in low-dose CT lung 
cancer screening.
Methods: 25 nodules of each morphological category 
(smooth, lobulated, spiculated and irregular) were 
randomly selected from 93 participants of the Dutch- 
Belgian Randomized Lung Cancer Screening Trial 
(NELSON). Semi-automatic volume measurements 
were performed using Syngo LungCARE® software 
(Version Somaris/5 VB10A-W, Siemens, Forchheim, 
Germany). Three radiologists independently measured 
mean diameters manually. Impact of nodule margin on 
interreader variability was evaluated based on system-
atic error and 95% limits of agreement. Interreader 
variability was compared with the nodule growth 
cut-off as used in Lung CT Screening Reporting and 
Data System (LungRADS; +1.5-mm diameter) and the 
Dutch-Belgian Randomized Lung Cancer Screening Trial 
(acronym: NELSON) /British Thoracic Society (+25%  
volume).
Results: For manual diameter measurements, a signif-
icant systematic error (up to 1.2 mm) between readers 
was found in all morphological categories. For semi- 

automatic volume measurements, no statistically signif-
icant systematic error was found. The interreader vari-
ability in mean diameter measurements exceeded the 
1.5-mm cut-off for nodule growth for all morphological 
categories [smooth: ±1.9 mm (+27%), lobulated: ±2.0 mm 
(+33%), spiculated: ±3.5 mm (+133%), irregular: ±4.5 mm 
(+200%)]. The 25% vol growth cut-off was exceeded 
slightly for spiculated [28% (+12%)] and irregular [27% 
(+8%)] nodules.
Conclusion: Lung nodule sizing based on manual diam-
eter measurement is affected by nodule margin. Inter-
reader variability increases especially for nodules with 
spiculated and irregular margins, and causes  substan-
tial misclassification of nodule growth. This effect is 
almost  neglectable for semi-automated volume meas-
urements. Semi-automatic volume measurements are 
superior for both size and growth determination of 
pulmonary nodules.
Advances in knowledge: Nodule assessment based 
on manual diameter measurements is susceptible to 
nodule margin. This effect is almost  neglectable for 
semi-automated volume measurements. The larger 
interreader variability for manual diameter measure-
ment results in inaccurate lung nodule growth detec-
tion and size classification.
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intRODuCtiOn
Interest in lung cancer screening by low-dose CT (LDCT) 
is increasing, ever since the National Lung Screening Trial 
(NLST) showed that LDCT screening for individuals at high 
risk of lung cancer reduces lung cancer mortality by 15–20%, 
compared with chest radiography.1

A major drawback faced by the NLST was the high prev-
alence of false-positive screen results, which was 28.7% 
in NLST screen participants.2 This high false-positive 
rate may result in patient harm and increased health-
care cost. Improvements in nodule management such as 
a raised size threshold for positive nodules and the use 
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of nodule growth to identify malignant nodules have been 
suggested and were implemented in recent guidelines for lung 
nodule management.3–5

Current measurement techniques used to assess the size of 
a nodule in LDCT screening in the USA rely on measure-
ments of the maximum diameter or two maximum orthogonal 
diameters of a nodule by using electronic calipers. Lung CT 
Screening Reporting and Data System (Lung-RADS), a clas-
sification system proposed by American College of Radiology, 
and other current guidelines4,5 use the mean of maximum 
axial diameter and maximum perpendicular diameter of a 
single axial section (mean diameter) to determine the size of 
a nodule. In addition, Lung-RADS has defined nodule growth 
as a fixed increase of ≥  1.5 mm in mean diameter. Nodule 
growth raises suspicion of malignancy and influences clinical 
management.

A number of European lung cancer screening trials have taken a 
different approach in nodule size assessment. Instead of manual 
diameter measurements, software for semi-automated measure-
ment of nodule volume was used.6,7 While phantom studies 
have shown that nodules are at times over- or underestimated by 
semi-automated volume measurement compared with their true 
volume,7–13 this method offers better precision and reproduc-
ibility compared with manual diameter measurements.8,14 This is 
highly relevant in clinical practice, since greater reproducibility 
would result in increased sensitivity for nodule growth detection. 
According to the British Thoracic Society guidelines, the growth 
cut-off for lung nodule volume measurement is 25%.3

It can be hypothesized that diameter measurements perform 
particularly poorly in case of nodules with a non-smooth 
margin, although these nodules have the highest probability of 
malignancy.15,16 The influence of nodule margin on the precision 
of mean manual diameter measurements has not been studied 
before, and only limited data are available for the comparison 
between interreader variation of manual diameter measure-
ments and semi-automatic volume measurements. The purpose 
of this study was to evaluate the influence of nodule margin on 
inter- and intrareader variability in manual diameter measure-
ments and semi-automatic volume measurements of intermedi-
ate-sized solid nodules detected in LDCT lung cancer screening.

MetHODS AnD MAteRiAlS
Population and nodule selection
Data of the Dutch-Belgian Randomized Lung Cancer Screening 
Trial (NELSON), trial registration number: ISRCTN63545820, 
were used. The NELSON trial was approved by Ethics Commit-
tees of all participating centres, and authorized by the Dutch 
Healthcare Committee. All participants gave written informed 
consent. The design and conduct of the NELSON trial have been 
reported previously.17,18

We randomly selected 100 intermediate-sized (50–500 mm3), 
non-calcified solid nodules found at baseline in lung cancer 
screening participants from the University Medical Center 
Groningen (Groningen, Netherlands) based on nodule-ID, 

pre-stratified by nodule margin category (smooth, lobulated, 
spiculated and irregular). The number of samples per margin 
category (25 nodules) was defined by the number of nodules 
in the smallest category, to create subgroups with equal sample 
size. We selected only intermediate-sized nodules, since these 
nodules have the highest uncertainty regarding nodule nature, 
and usually lead to an extra short-term follow-up LDCT. In these 
nodules, it is of great importance that measurements lead to 
accurate evaluation of growth. Only solid nodules were included 
since LungCARE software  (Siemens, Forchheim, Germany) is 
unable to semi-automatically calculate the volume of subsolid 
nodules.

CT scanning protocol
CT scanning was performed using 16-multidetector CT scan-
ners (Sensation-16, Siemens Medical Solutions, Forchheim, 
Germany). All scans were realized in approximately 12 s in spiral 
mode with 16 × 0.75 mm collimation and 15-mm table feed per 
rotation (pitch, 1.5), in a cranial-caudal direction in low-dose 
setting, without intravenous contrast. Depending on body 
weight (<50, 50–80 and >80 kg), kVp settings were 80–90, 120 
and 140 kVp, respectively. To achieve a CTDI-vol of 0.8, 1.6 and 
3.2 mGy, respectively, the mAs settings were adjusted accord-
ingly depending on the system used. To minimize breathing arte-
facts, scans were performed at inspiration with breath holding, 
after appropriate instruction of the participants. The images were 
reconstructed at a 1.0-mm slice thickness with a 0.7-mm incre-
ment. A medium-smooth B30f kernel was used for both detec-
tion and measurement of nodules.

Image reading and measurements
Semi-automated volume measurements were performed using 
Siemens workstations with the Syngo LungCARE software 
package (Version Somaris/5 VB10A-W). Two sets of volu-
metric measurements done by independent radiologists from 
the NELSON trial were used in this study. Furthermore, for the 
purpose of this particular substudy, two chest radiologists and 
one abdominal radiologist with 8 (MDD), 7 (GdJ) and 6 (MR) 
years of experience in reading thoracic chest CT independently 
performed two sets of manual diameter measurements with 
at least 3 days between the two measurements, according to 
the Lung-RADS criteria (mean of the longest diameter and 
the longest perpendicular diameter). Rounding of diameter 
measurements was performed after calculation of the mean 
diameter according to Lung-RADS, as suggested by Li et al19 To 
perform the diameter measurements, images were uploaded to 
AquariusNET (Intuition Edition, v.  4.4.7, TeraRecon Inc, Foster 
City, CA) in random order, and images were read in lung window 
setting. The maximum axial diameter and maximum perpendic-
ular diameter were measured using the caliper function. Mean 
diameter was defined as the mean of maximum axial diameter 
and maximum perpendicular diameter.

Nodule features
Nodules were defined as solid if their lung attenuation completely 
obscured the underlying structures.14 Based on the three- 
dimensional nodule segmentation derived from LungCARE, 
nodule margin was visually classified as smooth, lobulated, 

http://birpublications.org/bjr


3 of 8 birpublications.org/bjr Br J Radiol;90:20170405

BJRFull paper: Influence of lung nodule margin on interreader variation

Figure 1. Transversal CT  image of four types of pulmonary 
nodules: (a) nodule with smooth margin, (b) nodule with lob-
ulated margin, (c) nodule with spiculated margin and (d) nod-
ule of irregular margin category.

spiculated or irregular, by the two independent NELSON radiol-
ogists who originally performed the volume measurements.18 
In this classification, a smooth nodule had a smooth surface, a 
lobulated nodule had at least one abrupt bulging of the contour, a 
spiculated nodule had thicker strands extending from the nodule 
margin into the lung parenchyma without reaching the pleural 
surface, and an irregular nodule did not fit in one of the previous 
categories (Figure 1).19–21

Statistics
To comply with the Lung-RADS criteria, rounded values of the 
mean diameter were used for nodule classification. For Bland–
Altman analyses, non-rounded values were used. The inter- and 
intrareader agreement of nodule size measurements was exam-
ined for nodule subgroups (smooth, lobulated, spiculated and 
irregular) using the Bland–Altman method. An adapted Bland–
Altman method proposed by Jones et al22 was used for the assess-
ment of interreader agreement between three readers.22 Results 
from the analyses were presented as mean of absolute differ-
ence for manual diameter measurements and mean of relative 
difference for semi-automated volume measurements, with 95% 
limits of agreement (LoA). Relative difference was calculated as 
(a − b)/m×100%, where a and b were measurements from two 
different readers and m was the mean of a and b. Diameter-based 
volume was calculated using mean axial diameter by assuming a 
spherical nodule shape, according to

 V = 1
6 · π · D3 

with V = volume and D = mean axial diameter.

Friedman’s test was used for comparisons between multiple 
readers. Wilcoxon signed-rank test was used for two-paired 
comparisons. Relative differences were compared against zero 
using the one-sample Wilcoxon signed-rank test.

The systematic error and 95%-LoA for volume and manual 
diameter measurement were compared with growth 
cut-offs:  +25% for volume measurement based on the 
NELSON protocol and British Thoracic Society guidelines, and  
+1.5 mm for diameter measurements, based on Lung-RADS.3,4,23 
Agreement in nodule size classification based on Lung-RADS 

was analysed using Krippendorff ’s α where α ≥ 0.8 was consid-
ered as good, 0.8 < α ≥ 0.67 as moderate and α < 0.67 as poor  
agreement.24,25

Parametric values were expressed as mean and 95% confidence 
interval (95% CI), non-parametric variables as median and inter-
quartile range (IQR). A p-value < 0.05 was considered statisti-
cally significant. Statistical tests were performed using SPSS v. 22 
(SPSS, IBM, New York, NY).

ReSultS
Median participant age was 59 years (IQR, 54–64), and partici-
pants’ median smoking history was 39 pack-years (IQR, 30–47). 
61 participants (66%) were current smokers. Median nodule 
volume was 118 mm3 (IQR, 70–196 mm3) and 116 mm3 (IQR, 
71–212 mm3), determined by Reader 1 and Reader 2, respec-
tively. Median mean nodule diameter was 6.7 mm (IQR, 5.7–8.3 
mm) for Reader 1, 7.3 mm (IQR, 6.3–9.3 mm) for Reader 2 and 
6.6 mm (IQR, 6.6–8.2 mm) for Reader 3. 26 nodules (26%) were 
attached to neighbouring anatomical structures such as pulmo-
nary vessels, pleura and fissures (Table 1).

Systematic error
We found no significant systematic error for semi-automatic 
volume measurements in the nodule subgroups as displayed in 
Table 2. For diameter measurements, both absolute and relative 
systematic error were statistically significant for at least one out 
of three reader comparisons for each nodule subgroup  (Tables 2 
and 3). A similar pattern as in the interreader analysis was found 
for intrareader comparison. However, for smooth nodules, 
we found no significant systematic error for the three readers  
(p = 0.056, p = 0.957 and p = 0.116) (Tables 2 and 4).

Inter- and intrareader variability and influence on 
growth and size classification
For interreader variability of volume measurements, the overall 
95%-LoA was ±23.7%, 5% below the 25%-growth cut-off 
(Table 2). For smooth and lobulated nodules, the 95%-LoA were 
±21.4 and  ±18.1% (14.4 and 27.6% below the growth cut-off), 
respectively. The 95%-LoA of spiculated (±28.2%) and irregular 
nodules (±27.0%) exceeded the growth cut-off slightly, by 12.8 
and 8.0%, respectively.

For interreader variability of manual diameter measurements, 
the overall 95%-LoA was ±3.2 mm, exceeding the 1.5-mm 
growth cut-off by 113% (Table  2,  Figure  2). The 95%-LoA 
exceeded the growth cut-off for all morphologies, the most 
for spiculated (±3.5 mm) and irregular nodules (±4.5 mm) for 
which the growth cut-off was exceeded by 133 and 200%, respec-
tively. This resulted in an average of 10 (40%) growth misclassi-
fications per pair of readers for spiculated nodules, and 9 (36%) 
growth misclassifications per pair for irregular nodules, based 
on diameter measurements. Also, intrareader variability of both 
spiculated nodules (±2.4 mm) and irregular nodules (±2.9 mm) 
exceeded the growth cut-off by 60 and 93%, respectively. For 
diameter-based volume, the 95%-LoA exceeded the 25% vol 
growth cut-off for both inter- and intrareader comparisons for 
all nodule margins.

http://birpublications.org/bjr
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Table 1. Information of nodule attachment and location

Nodule margin Attachment type Number of nodules Nodule location Number of nodules
Smooth Pleural 6/25 (24%) RUL 4/25 (16%)

Vessel 0 RML 1/25 (4%)

Intraparenchymal 19/25 (76%) RLL 5/25 (20%)

LUL 4/25 (16%)

LLL 11/25 (44%)

Lobulated Pleural 8/25 (32%) RUL 8/25 (32%)

Vessel 0 RML 1/25 (4%)

Intraparenchymal 17/25 (68%) RLL 2/25 (8%)

LUL 9/25 (36%)

LLL 5/25 (20%)

Spiculated Pleural 2/25 (8%) RUL 8/25 (32%)

Vessel 0 RML 3/25 (12%)

Intraparenchymal 23/25 (92%) RLL 6/25 (24%)

LUL 7/25 (28%)

LLL 1/25 (4%)

Irregular Pleural 7/25 (28%) RUL 3/25 (12%)

Vessel 3/25 (12%) RML 3/25 (12%)

Intraparenchymal 15/25 (60%) RLL 5/25 (20%)

LUL 11/25 (44%)

LLL 3/25 (12%)

Total Pleural 23/100 (23%) RUL 23/100 (23%)

Vessel 3/100 (3%) RML 8/100 (8%)

Intraparenchymal 74/100 (74%) RLL 18/100 (18%)

LUL 31/100 (31%)

LLL 20/100 (20%)

LLL, left lower lobe; LUL, left upper lobe; RLL, right lower lobe; RML, right middle lobe; RUL, right upper lobe.

Agreement in nodule categorization, based on Lung-RADS 
guidelines, was evaluated for the three readers (Table 5).  There 
was consensus on nodule categorization in 56 smooth nodules 
(75%), 55 lobulated nodules (73%) and 46 spiculated and irreg-
ular nodules (61%). Moderate interreader agreement was found 
for mean diameter measurements of smooth [α = 0.67, 95% CI 
(0.51, 0.81)], lobulated [α = 0.71, 95% CI (0.59, 0.81)] and irreg-
ular [α = 0.72, 95% CI (0.62, 0.82)] nodules. Poor interreader 
agreement was found for spiculated nodules [α = 0.5, 95% CI 
(0.32, 0.67)]. Using post hoc analysis, interreader agreement was 
further evaluated. For spiculated nodules the Krippendorff ’s α 
coefficient remained poor (0.37–0.56). Overall, the Krippen-
dorff ’s α varied between poor and moderate (0.54–0.74) for 
other nodule subgroups.

DiSCuSSiOn
For this study, 100 intermediate-sized solid lung nodules of the 
NELSON trial’s baseline round were selected randomly and 
assessed independently by three radiologists. We found signifi-
cant intra- and interreader variation for manual mean diameter 

measurements. In particular in non-smooth nodules, intra- and 
interreader variation was high, resulting in a moderate-to-poor 
interreader agreement in nodule categorization based on Lung-
RADS. For semi-automatic volume measurements, interreader 
variability was affected by non-smooth nodule margins as well, 
although to a lesser extent than manual mean diameter measure-
ments. For spiculated nodules, the 95%-LoA of semi-automatic 
volume measurements and manual diameter measurements 
exceeded the growth cut-off by 12 and 133%, respectively. Since 
nodule size and growth are the key discriminants to distin-
guish malignant from benign nodules in current guidelines, the 
measurement method with the smallest reader variability is pref-
erable for nodule management in CT lung cancer screening.

Diameter measurements are commonly used in lung cancer 
screening studies and clinical practice.In the NLST, maximum 
axial diameter was used for size determination of detected lung 
nodules.1 The Lung-RADS v.  1.0 (2014) and the updated guide-
line from the Fleischner society (2017) both recommend the 
use of mean diameter, since the average of long and short axis 
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Table 2. Absolute and percentage bias in nodule sizing between readers

Systematic error (95%-LoA)

Interreader nodule 
volume Interreader nodule diameter Intrareader nodule diameter

Nodule 
margins

Abs.  
(mm3) %

Abs.  
(mm)

DBV  
(mm3) %

Abs.  
(mm)

DBV  
(mm3) %

Smooth 0.7  
(±22.4)

−0.1 
(±21.4)

−0.1a  
(±1.9)

−6.2  
(±146.2)

−0.7  
(±83.3)

0.0a  
(±1.4)

2.8  
(±90.0)

−0.1  
(±71.0)

Lobulated 1.0  
(±23.8)

−0.3  
(±18.1)

−0.2a 
(±2.0)

−29.6a 
(±191.7)

−6.6 
(±86.0)

0.2a 
(±1.5)

21.6a 
(±150.5)

−6.6a 
(±66.4)

Spiculated 4.8  
(±49.9)

−1.4  
(±28.2)

0.0a  
(±3.5)

−28.1  
(±410.4)

3.9  
(±122.1)

0.6a  
(±2.4)

64.4a  
(±278.0)

3.9a  
(±83.9)

Irregular 0.7  
(±61.3)

0.2  
(±27.0)

0.5a  
(±4.5)

77.5a  
(±1100.0)

15.9 
(±122.5)

0.4a  
(±2.9)

89.7a  
(±705.8)

15.9  
(±84.9)

Total (n = 100) −1.1 
(±42.3)

−0.4  
(±23.7)

0.0a  
(±3.2)

3.4 
(±602.3)

3.1  
(±106)

0.3a 
(±2.2)

44.6a  
(±393.2)

10.5  
(±78.0)

95%-LoA, 95% limits of agreement; Abs, absolute systematic error; DBV, diameter based volume.
% symbol denotes relative systematic error for volume and diameter-based volume.
Number in brackets is 95%-LoA, bold 95%-LoA exceeds the growth cut-off of 25% or 1.5 mm.
aSignificant difference p < 0.05.

Table 3. Systematic error for intrareader measurements by nodule margin

Nodule margin
Reader pairs

Systematic error (95% -LoA)

1 vs 2 1 vs 3 2 vs 3

Abs. (mm) Rel. (%) Abs. (mm) Rel. (%) Abs. (mm) Rel. (%)
Smooth −0.7a (±1.4) −11a (±21) −0.1 (±1.5) −1 (±26) 0.7a (±1.8) 11 (±29)

Lobulated −0.5a (±1.5) −8a (±24) −0.3 (±2.1) −3 (±30) 0.2 (±2.1) 4a (±32)

Spiculated −1.2a (±2.7) −14a (±31) 0.0 (±3.2) 2 (±42) 1.2a (±2.8) 17 (±39)

Irregular 0.1 (±5.9) 0 (±57) 0.7a (±3.4) 9a (±35) 0.6 (±3.8) 8a (±39)

Total −0.6a (±3.5) 8a (±37) 0.1 (±2.7) 2a (±34) 0.6a (±2.8) 10a (±36)

95%-LoA, 95% limits of agreement; Abs, absolute systematic error; Rel (%), relative difference in percentage.
Number in brackets is 95%-LoA.
aSignificant difference p < 0.05 (Wilcoxon).

more accurately reflects three-dimensional nodule volume than 
the use of maximum diameter alone.4,5 In our study, the range 
of interreader variation in mean diameter of smooth and lobu-
lated nodules was ± 1.9 and ± 2.0 mm (Table 2), exceeding the 
1.5 mm growth cut-off as used in Lung-RADS by 27 and 33%, 
respectively. For spiculated and irregular nodules, the range 
of interreader variation was ±3.4 and  ±4.5 mm, exceeding the  
1.5 mm growth cut-off by 133 and 200%, respectively. Further-
more, according to the Lung-RADS classification, the mean 
diameter should be rounded to the nearest integer and, therefore, 
setting the growth cut-off at 1.5 mm seems unfit.

In clinical practice, when a lung nodule is detected, the CT will 
be compared with a previous CT. In case the nodule was present 
at a previous CT examination, often the mean diameters of the 
nodules at both scans are measured in one session to increase the 

confidence in growth assessment. Thereby, interreader variability 
is excluded, but intrareader variability becomes an important 
influencing factor. Although the intrareader variability of diam-
eter measurements in our study was smaller than the interreader 
variability, the 95%-LoA on intrareader variability for spiculated 
and irregular nodules still exceeded the 1.5 mm growth cut-off 
based on Lung-RADS guidelines (Table 3).

Since lung nodules at baseline are classified into different lung 
cancer risk categories based on size, consistent nodule size 
measurement between readers is important. In Lung-RADS, 
the diameter range of probably benign nodules is set to be ≥6 
to  <8 mm, which falls within the range of measurement varia-
tion found in our study for spiculated and lobulated nodules, for 
both inter- and intrareader assessment. As a result, suspicious 
nodules (≥8 mm) could be misclassified as probably benign  
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Table 4. Systematic error for interreader measurements by nodule margin

Nodule margin
Systematic error (95%-LoA)

Reader number

1 2 3

Abs. (mm) Rel. (%) Abs. (mm) Rel. (%) Abs. (mm) Rel. (%)
Smooth −0.3 (±1.5) −5 (±27) 0.1 (±1.4) 1 (±22) 0.2 (±1.3) 3 (±26)

Lobulated −0.1 (±1.3) 0 (±19) 0.2 (±1.0) 2 (±17) 0.6a (±1.9) 8a (±29)

Spiculated 0.5a (±1.9) 7a (±27) 1.1a (±3.0) 14a (±36) 0.2 (±1.9) 2 (±26)

Irregular 0.8a (±2.7) 8a (±26) 0.3 (±3.7) 2 (±42) 0.1 (±2.0) 1 (±18)

Total 0.2a (±2.1) 2 (±27) 0.4a (±2.6) 5a (±32) 0.3a (±1.8) 4a (±25)

95%-LoA, 95% limits of agreement; Abs, absolute systematic error; Rel (%), relative difference in percentage.
Number in brackets is 95%-LoA.
aSignificant difference p < 0.05 (Wilcoxon).

Table 5. Interreader agreement amongst three readers in Lung-RADS classification, by nodule margin

Nodule margin α 95% CI Observed agreement Size category Observed matrix

Category 2 3 4A 4B
Smooth 0.67 0.51, 0.81 56 (75%) 2 20 6.5 0.5 0

3 6.5 28.0 2.5 0

4A 0.5 2.5 8 0

4B 0 0 0 0

Lobulated 0.71 0.59, 0.81 55 (73%) 2 4 7 0 0

3 7 33 3 0

4A 0 3 18 0

4B 0 0 0 0

Spiculated 0.50 0.32, 0.67 46 (61%) 2 1 4.5 0.5 0

3 4.5 13 9.5 0

4A 0.5 9.5 32 0

4B 0 0 0 0

Irregular 0.72 0.62, 0.82 46 (61%) 2 3 5.5 0.5 0

3 5.5 8 5.5 0

4A 0.5 5.5 30 3

4B 0 0 3 5

Lung-RADS, Lung CT Screening Reporting and Data System.
95% CI, 95% confidence interval of α; Category 2, < 6 mm; Category 3, ≥ 6–< 8 mm; Category 4A, ≥ 8–< 16 mm; Category 4B, ≥ 15 mm; α, Krippendorff’s 
α coefficient.

(<6 mm) and vice versa. Using post  hoc analysis, interreader 
agreement was further evaluated. Previous studies have shown 
that nodules with non-smooth margins have a higher probability  
of malignancy than nodules with smooth margins.16,26–29 Conse-
quently, for these non-smooth nodules, small measurement vari-
ation and thus high consensus in their classifications is of even 
greater importance than for smooth nodules. Therefore, the use of 
maximum and mean diameter for assessing the size of small pulmo-
nary nodules should be discouraged in lung cancer screening.

Studies evaluating the use of mean diameter for the assessment of 
small pulmonary nodules are limited. A previous study by Revel 
et al30 found a 95%-LoA of ±1.73 mm among three readers based 
on maximum diameter measurements, which once more is larger 
than the growth cut-off used in Lung-RADS. Unfortunately, in 
that study, influence of nodule margin was not analysed. In our 
study, the overall 95%-LoA among three readers was ±3.2 mm. 
The larger variability might be explained by oversampling of 
spiculated and irregular nodules in our study (50%), compared 
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with prevalence of these nodules in the whole screening (9% of 
intermediate-sized nodules).30

In a phantom study, Petrick et al31 found that the relative stan-
dard deviation of maximum diameter measurements of spicu-
lated and elliptical nodules (20.3 and 16.4%) was larger compared 
with spherical and lobulated nodules (5.7 and 5.3%), while for 
semi-automated volume measurement the spiculated and ellip-
tical nodules (8.3 and 3.6%) had similar relative SD as spherical 
and lobulated nodules (7.5 and 9.7%). This supports our finding 
that diameter measurement is more sensitive to the asymmetrical 
shape of a nodule than semi-automated volume measurement.

This study had some limitations. We focused on intermedi-
ate-sized nodules (50–500 mm3), since these nodules had 
highest uncertainty of nodule nature. As all nodules were classi-
fied indeterminate based on this volume, the interreader agree-
ment for nodule size categorization could not be evaluated for 
the semi-automated volume measurements. Secondly, according 
to the Fleischner Society 2017 guidelines, mean diameter 
should be measured from the greatest dimension from trans-
verse, coronal or sagittal reconstructed images. In our study, we 
used transverse reconstructed image for manual measurement. 
However, since the mean diameter measurement method stated 
in the Fleischner Society 2017 guidelines is still measured from 
a single reconstructed image, our results should be applicable to 
the new guidelines. Thirdly, in this study, volume measurements 
were performed with one specific software package. It should be 
kept in mind that volume measurements performed with any 
other software packages may be subject to different variations as 
we know from previous studies. Zhao et al32 have found signif-
icant differences in measured volume between LungCARE and 
two other software packages. The consensus on volume doubling 
time categorization was only 44–47% when LungCARE was 
compared with two other software packages. Owing to these 
variations in nodule measurements, we would like to advise to 

perform subsequent nodule volume measurements on follow-up 
CT using the same software package. De Hoop et al33 compared 
six software packages, including LungCARE. They showed that 
the 95%-LoA ranged from 16 to 22% for all software packages, 
similar to the 95%-LoA of 24% in the total of measured nodules 
reported in this study (Table 2). The performance of the different 
software packages in measuring nodules with different margins 
has not been studied yet. Lastly, we studied a relatively small 
number of nodules per nodule margin category. This was owing 
to the fact that only a limited number of irregular nodules were 
detected at baseline, and the total sample size was defined by the 
subgroup with smallest number of nodules.

In conclusion, we demonstrated that nodule assessment based 
on manual diameter measurements is susceptible to nodule 
margin. Interreader variability increases especially for nodules 
with spiculated and irregular margins. This effect is much 
smaller for semi-automated volume measurements. The larger 
interreader variability for manual diameter measurement results 
in moderate to poor classification of nodules based on their 
size, while growth misclassification may occur up to one third 
of cases. Therefore, semi-automated volume measurements are 
preferred over manual diameter measurements for nodule size 
and growth determination in CT lung cancer screening.
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