Excellent results with the cemented Lubinus SP II 130-mm femoral stem at 10 years of follow-up
Prins, Wybren; Meijer, Remco; Kollen, Boudewijn; Verheyen, Cees C. P. M.; Ettema, Harmen B.

Published in:
Acta Orthopaedica

DOI:
10.3109/17453674.2014.908342

IMPORTANT NOTE: You are advised to consult the publisher's version (publisher's PDF) if you wish to cite from it. Please check the document version below.

Document Version
Publisher's PDF, also known as Version of record

Publication date:
2014

Link to publication in University of Groningen/UMCG research database

Citation for published version (APA):

Copyright
Other than for strictly personal use, it is not permitted to download or to forward/distribute the text or part of it without the consent of the author(s) and/or copyright holder(s), unless the work is under an open content license (like Creative Commons).

Take-down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.

Downloaded from the University of Groningen/UMCG research database (Pure): http://www.rug.nl/research/portal. For technical reasons the number of authors shown on this cover page is limited to 10 maximum.
Excellent results with the cemented Lubinus SP II 130-mm femoral stem at 10 years of follow-up

Wybren Prins, Remco Meijer, Boudewijn J Kollen, Cees CPM Verheyen & Harmen B Ettema

To cite this article: Wybren Prins, Remco Meijer, Boudewijn J Kollen, Cees CPM Verheyen & Harmen B Ettema (2014) Excellent results with the cemented Lubinus SP II 130-mm femoral stem at 10 years of follow-up, Acta Orthopaedica, 85:3, 276-279, DOI: 10.3109/17453674.2014.908342

To link to this article: https://doi.org/10.3109/17453674.2014.908342
Excellent results with the cemented Lubinus SP II 130-mm femoral stem at 10 years of follow-up

932 hips followed for 5–15 years

Wybren Prins¹, Remco Meijer¹, Boudewijn J Kollen², Cees CPM Verheyen¹, and Harmen B Ettema¹

¹Department of Orthopedic Surgery and Traumatology, Isala Klinieken, Zwolle; ²Department of General Practice, University of Groningen, University Medical Centre Groningen, Groningen, the Netherlands.
Correspondence: h.b.ettema@isala.nl
Submitted 13-09-13. Accepted 14-01-07

Background and purpose — The Lubinus SP II stem is well documented in both orthopedic registries and clinical studies. Worldwide, the most commonly used stem lengths are 150 mm and 170 mm. In 1995, the 130-mm stem was introduced, but no outcome data have been published. We assessed the long-term survival of the Lubinus SP II 130-mm stem in primary total hip arthroplasty.

Patients and methods — In a retrospective cohort study, we evaluated 829 patients with a Lubinus SP II primary total hip arthroplasty (932 hips). The hips were implanted between 1996 and 2001. The primary endpoint was revision for any reason. The mean follow-up period was 10 (5–15) years.

Results — Survival analysis showed an all-cause 10-year survival rate of the stem of 98.7% (95% CI: 99.7–97.7), and all-cause 10-year survival of the total hip arthroplasty was 98.3% (95% CI: 99.3–97.3).

Interpretation — Excellent long-term results can be achieved with the cemented Lubinus SP II with the relatively short 130-mm stem. This stem has potential advantages over its 150-mm and 170-mm siblings such as bone preservation distal to the stem, better proximal filling around the prosthesis, and easier removal.

The Lubinus SP II stem is a well-documented prosthesis (Annaratone et al. 2000, Lubinus et al. 2002, Catani et al. 2005, Wierer et al. 2013). The anatomical-shaped SP stem was introduced in 1982 as a monoblock prosthesis, and since 1984 it has been available as the modular SP II system. The anatomical-shaped stem provides a uniform cement mantle surrounding the prosthesis, which reduces the risk of contact between the prosthesis and cortical bone. It has been hypothesized that this more uniform cement mantle improves the survival of the prosthesis (Lubinus et al. 2002). Worldwide, the most commonly used stem lengths are 150 and 170 mm. In 1995, the 130-mm stem was introduced and since its introduction this has been the most frequently used stem in our hospital. This shorter stem has several theoretical advantages, such as preservation of bone stock and possibly a better filling of the proximal femur, subsequently leading to better options for revision. Theoretically, however, the shorter stem has less rotational stability.

There is no literature specifically about the SP II 130-mm stem. Reports on 150-mm and 170-mm SP II stems show survival rates ranging from 90% to 98%, with a minimum of 10 years of follow-up (Annaratone et al. 2000, Lubinus et al. 2002, Catani et al. 2005, Makela et al. 2008, Espenhaug et al. 2009, Wierer et al. 2013). The Swedish registry data are almost uniformly (> 98%) based on the 150-mm stem (Swedish register database 2013). We hypothesized that the long-term survival of the Lubinus SP II 130-mm stem in primary total hip arthroplasty would be no different from the reported survival of the 150-mm and 170-mm SP II femoral stems. This hypothesis was tested in a retrospective cohort study using revision for any reason as the primary endpoint.

Patients and methods

Source of data

Data were extracted from the medical registration system, calling the patients and consulting the patients’ (former) general practitioners (GPs). If patients had died, their relatives or GPs were asked if any revision of the total hip arthroplasty had occurred.

Open Access - This article is distributed under the terms of the Creative Commons Attribution Noncommercial License which permits any noncommercial use, distribution, and reproduction in any medium, provided the source is credited.
DOI 10.3109/17453674.2014.908342
Study population
Between July 1996 and December 2001, a total of 1,248 total hip arthroplasties were performed at our hospital. In 932 primary hip arthroplasties (in 829 patients), the Lubinus SP II was used (Waldemar Link, Hamburg, Germany). We included all patients with a primary total arthroplasty of the hip with the Lubinus SP II 130 mm. Selection criteria for a cemented SP II prosthesis were mainly based on older age (> 60 years) and radiographic bone quality. However, the anatomical length of the femur was not considered. In this period, younger patients with sufficient bone quality mainly received uncemented femoral prostheses. Their results have been published (Goosen et al. 2005). Also in this period, we used the 170-mm SP II in selected cases (< 20 patients) with insufficient proximal bone stock due to secondary osteoarthritis (e.g. posttraumatic). Until 2000, the 130-mm Lubinus SP II stem was combined with a Co-Cr-Mo 28-mm head and a Lubinus IP cup (Waldemar Link). In 2000, the IP cup was replaced with the Flanged Anti Luxation (FAL) cup (Waldemar Link) with 28-mm Bio-lox-forte ceramic head (CeramTec, Plochingen, Germany). All components were cemented using Simplex bone cement (Stryker).

The Lubinus SP II is an anatomical, S-shaped modular stem (of Co-Cr-Mo) with an anatomical anteverision and a 12- to 14-mm taper (Figure 1). The stem is available in 7 sizes (left and right) and 3 different caput collum diaphysis (CCD) angles (117°, 126°, and 135°). The applied IP and FAL acetabular components are cemented polyethylene cups in eight different sizes ranging from 44 mm to 58 mm with an inner diameter of 28 mm.

829 patients (932 hips) were included in the study. 103 patients were operated bilaterally (Table 1). The mean follow-up period was 10 (5–15) years. During the follow-up period, 400 patients died and 21 (2%) were lost to follow-up. Furthermore, 29 patients had a follow-up of less than 5 years and were excluded from the risk factor analysis (but were included in the Kaplan-Meier curve).

In all but 2 hips (one 117° and one 135°), the 126° CCD angle was used.

All patients had surgery in the lateral decubitus position with a posterolateral or anterolateral approach, depending on the preference of the surgeon. In the study period, line-to-line cementing to the last broach was used and the prosthesis was rarely undersized. 5 different surgeons performed the surgery. Perioperatively, systemic antibiotic prophylaxis was given (cefazoline). Patients received low-molecular-weight heparin (LMWH) until adequate INR, and a vitamin K antagonist, which was continued until 3 months after surgery. Patients were allowed and encouraged to start full weight bearing on the first postoperative day.

Statistics
The follow-up period started on the day of implantation of the THA. It ended on the day of revision, death, or last available follow-up measurement until April 30, 2012. Kaplan-Meier survival analyses were performed for the total hip arthroplasty, the cup, and the stem. We also performed analysis of the first implanted hip as for all hips. Some studies have found that bilaterally implanted THAs show better survival than unilaterally implanted hips (Visuri et al. 2002). However, other studies have found that this possible bias is negligible (Robertson and Ranstam 2003, Lie et al. 2004).

Standard-case, worst-case, and best-case scenarios were analyzed.
Cox regression analysis was then conducted to identify independent risk factors that would best explain revision of the stem in our population over 5 or more years of follow-up. In Cox regression, only the first implanted hip (in patients with a bilateral THA) was used, to avoid dependency of data from bilateral arthroplasties. The potential risk factors selected for this analysis were age, sex, and diagnosis (based on dummy variables using arthrosis as reference). Only significant factors in the bilateral analysis were subsequently fitted into a multivariable analysis based on a stepwise-backward selection procedure. However, as the bilateral analysis did not generate any significant factors and the analysis did not comply with the assumptions, this multivariable stage of the analysis was not reached and—as a consequence—no independent risk factors for stem revision could be identified. Assumptions were assessed by evaluating log-log plots. 95% confidence intervals were calculated.

A 2-sided p-value of < 0.05 was considered to be statistically significant.

All statistical analyses were performed using SPSS software version 20.0.

**Results**

**Survival**

The best-case scenario was a 10-year survival of 98.7% (CI: 99.7–97.7) for the stem. In the worst-case scenario, we found a 10-year survival of 96.1% (CI: 94.9–97.3) for the stem (Figure 2 and Tables 2 and 3).

In the multivariable Cox regression analysis, we failed to identify a single risk factor (from sex, side, femoral stem size, and preoperative diagnosis) for stem revision.

**Discussion**

We found excellent 10-year survival rates (~99%) for the relatively short 130-mm Lubinus SP II stem, for aseptic loosening and for all-cause revision. The relatively unknown 130-mm SP II stem has several potential advantages over the larger 150-mm and 170-mm stems. First, the shorter stem preserves bone distal to the prosthesis. Secondly, the proximal filling might be better with the use of this shorter stem, leading to a more even distribution of cement—especially in Dorr type A (champagne-fluted) femora. Thirdly, in our experience this stem is more easily removed from its cement mantle than its longer peers, giving the opportunity of cement-in-cement revision. Theoretically, the shorter stem design could result in less rotational stability compared to the 150-mm and 170-mm siblings. This disadvantage does not appear to influence survival, possibly because of better proximal filling, which has promoted rotational stability in experimental studies (Janssen et al. 2009).

We believe that our results are valid because we had a negligible loss-to-follow-up rate (2%). Even in the worst-case scenario, the survival rate was 96.1% at 10-year follow-up.

The study had some potential weaknesses. First, we did not evaluate the clinical and radiographic condition of the patients. The clinical results could therefore have been worse than the survival data suggest, a weakness that also occurs in registry-based studies. Our patients were relatively old (mean age: 72.3 years) and our results may not apply to the younger age group. In several studies, young age has been considered to be a risk factor for revision (Prokopetz et al. 2012).

There is an ongoing discussion about whether to use cemented or uncemented designs (Hailer et al. 2010, Corten et al. 2010).
et al. 2011). A recently published randomized controlled trial performed by Corten et al. (2011) showed clearly favorable results regarding the cementless stem in the younger population. Hailer et al. (2010) reviewed information from the Swedish Hip Arthroplasty Register (SHAR) to compare cemented and cementless femoral stems. They found superior survival in the cemented strata. Stratification into age groups showed inferior survival rates for the cementless stem, except for the age group > 75 years (Hailer et al. 2010). Our study supports the use of the cemented shorter 130-mm stem in older patients especially.

Compared to commonly used straight stem designs, the anatomical-shaped Lubinus SP II has better centralization of the stem, which leads to more even thickness of the cement mantle (Breusch et al. 2001). One study showed that the Lubinus SP II had the lowest number of cement cracks compared to 3 other cemented stem designs (Stolk et al. 2007). Other studies have shown less than 1% cracks in the cement mantle (compared to 6% and 8% for the Charnley and Exeter stems, respectively) (Perez and Palacios 2010, Waanders et al. 2011). The relevance of these mechanical advantages is debatable, since all stem designs in these studies have excellent survival.

We found no effect of stem size, even though the survival of the smallest 01 SP II stem is reportedly inferior to that of the larger stems (Thien and Karrholm 2010). Only 1% of patients in our population were fitted with the smallest stem size. This is most likely due to better proximal filling and line-to-line cementing, allowing a larger stem size to be inserted when using the shorter 130-mm SP II.

We did not adjust the length of the SP II to the length of the femur, and instead used the 130-mm SP II stem in all patients with normal proximal bone stock. We could not find any literature regarding tailoring of the stem length to the anatomical length of the femur. The equally favourable results obtained in men and women also suggest that this is not an important factor with the cemented SP II stem. Furthermore, there is some evidence that shorter (uncemented) stems provide more anatomical strain in the proximal femur (Arno et al. 2012).

In summary, we found excellent survival results (98.6% all-cause and 99% for aseptic loosening) of the relatively short cemented Lubinus SP II 130-mm stem. Because of the excellent survival rate, preservation of bone stock, and the advantages in revision hip arthroplasty, we recommend using the 130-mm SP II stem over use of its longer siblings.

WP: data collection and writing of the article. RM: data collection and supervision of the writing. BJK: statistical analysis, supervision, and correction of the article. CCPMV and HBE: conception of the study, supervision, and correction of the article.

No competing interests declared.